Detection of ultra-high resonance contrast in vapor cell atomic clocks 
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We propose and demonstrate a novel detection scheme of clock signals and obtain an ultra-high 
resonance contrast above 90%. The precision of the signal's detection and the signal-to-noise ratio 
(SNR) of atomic clock signal is improved remarkably. The frequency stability in terms of Allan 
deviation has been improved by an order for the new detection under the equivalent conditions. We 
also investigate density effect which produces the splitting of the transmission peak and consequently 
a narrower linewidth of Ramsey fringes. 
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Atomic clocks play a key role in many aspects of mod- 
ern life, especially in time-keeping, synchronization, and 
communication!!],!^. Although atomic clocks operated in 
optical frequency regime have attracted increasing inter- 
est as regards the next frequency standards, microwave 
atomic clocks are still irreplaceable in the near future 
because of its mature technical implementation. Active 
efforts have been contributed to improve clock perfor- 
mance, especially the contrast and signal-to-noise ratio 
(SNR), which are denned in the Allan deviation [3(. In 
state of the art, the frequency stability of atomic clock is 
limited by shot noise [4|. Over years, several techniques, 
such as coherent population trapping (CPT) resonance 
[E @| , N- resonance @, Q and electromagnetically induced 
transparency (EIT) frequency standards [9], have been 
proposed to eliminate systemic factors that deteriorate 
the clock performance and improve short-term frequency 
stability of the clocks. To further cancel the first-order 
light shift, pulsed optically pumped (POP) [1CJ and pulse 
coherence storage (PCS) clocks have been also inves- 
tigated, in which microwave and optical fields interact 
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with the atoms successively in timing sequence 
POP and CPT clocks, one can obtain the information 
of the clock by measuring the absorption of transmitted 
probe lasers. To date, the contrast up to 30% have been 
reported [H, EH ■ The achievement of frequency stability 
of few units of 10 -15 has been reported in a POP vapor 
cell clock [13} . 

In this paper, we develop a novel detection technique 
to improve clock performance and report an ultra-high 
contrast of above 90%. In previous studies, it has been 
shown that the dispersive detection has the advantages 
of high sensibility and high SNR over the absorption de- 
tection 

EMI. 

However, to our knowledge, it is the first 
time that the dispersive detection has been realized in 
microwave clocks and an amazing ultra-high contrast is 
reached. 

Dispersive detection of the clock transition — Our 
scheme of the dispersive detection can be illustrated with 
a four-level atomic model as shown in Fig 12a). The mi- 



crowave field drives the clock transition from |1) to |2). A 
linear-polarized probe light transmits an atomic sample, 
and the forward scattering light is detected after the po- 
larization of the light field is rotated 3 12-20j]- In the 
presence of a weak longitudinal magnetic field, the left- 
and right-circular components of the probe light couple 
the detection transition from |2) to the states |3) and 
4), respectively. Specially, when probe laser is exactly 
resonant with the detection transition, the detunings of 
two components with different circular polarizations are 
equal with opposite signs. The transmission of resonant 
optical field through the atomic vapor positioned between 



two crossed polarizers is given by [21 
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where k is the incident wave vector, E is the incident 
electric field, n± oc Re(/?±) and a± oc Im(p±) are the 
refractive index and absorption factors for a , p± for 
a ± can be calculated from th e op tical Block equation of 
the density matrix as follows [22j: 



dp 
~dt~ 



:[H,p] + Tp, 



(2) 



where H is the Hamiltonian of the four-level model, and T 
is the relaxation matrix. After a bit of algebra, we obtain 
the steady-state solution of the density matrix elements. 
The calculation of p± turns out: 
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where f^. m are the Rabi frequency of laser and mi- 
crowave. Si, A are the detunings of laser and microwave, 
r* = 3 x 10 9 s _1 , 71.2 = 300s -1 are the relaxation rate 
of excite states, ground state population, and ground 
state coherence relaxation, respectively. 

The exponential part in equation (2) corresponds with 
the absorption and the last term describes the bircfrin- 
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gence. The birefringence and the absorption scales differ- 
ently with the atomic population of |2), which is depen- 
dent on the microwave excitation on the clock transition. 
The transmitted intensity of the forward scattering light 
I s reflects the reference transition signal of the clock tran- 
sition. While the microwave excitation on the clock tran- 
sition is weak, which means fewer atoms are excited to 
1 2), the optical absorption of the medium is negligible but 
the rotation is still detectable. In this case, I s is linearly 
dependent on the atomic population of |2). As the mi- 
crowave excitation becomes strong, more and more atoms 
are populated in |2 >, and the optical absorption of the 
medium becomes dominant. Now the dependence of I s 
on the atomic population excited by the microwave held 
is nonlinear rather than linear. In the different regimes 
of atomic density of the sample, the dispersion detection 
has different characteristic, which will be described bel- 
low. 

Measurement of the resonance contrast of the clock sig- 
nal — The detection is implemented in D\ line of 87 Rb 
with laser frequency tuned to the S%/2 — P1/2 transition. 
The specific levels involved in the experiment are shown 
in FigQJb). A typical experimental setup is shown in 
Fig. 12c). The incident optical field is derived from 
an external cavity diode laser (ECDL). The laser fre- 
quency is stabilized and tuned to be resonant with the 
795nm \F = 2) \F' = 2) transition. The diameter 
of laser beam is about 5mm and the maximum intensity 
is 7.1mW/cm 2 . An acoustic-optical modulator (AOM) 
is used to shift the light frequency by 160MHz to cancel 
the buffer gas induced level shift and to act as an optical 
switch to generate light pulses. The light field propagates 
along the direction of the constant longitudinal magnetic 
field, and becomes linearly polarized light after passing 
through a linear polarizer. An analyzer adjusted orthog- 
onal to the polarizer (<j> — 90°) blocks the optical field 
background away from the photodiode (PD). When the 
microwave field is far off-resonant with the transition be- 
tween \F = I, mp = 0) and \F = 2, mjr = 0), the reading 
of PD is mainly determined by the extinction ratio of the 
total system (polarizer, analyzer and vapor cell). 

We perform the experiments in a quartz made cylindri- 
cal cell which is 20mm in length and 30mm in diameter. 
The cell contains isotopically enriched 87 Rb vapor and 
mixture buffer gases of Ar (I5.5Torr) and N2 (9.5Torr). 
The buffer gas is added to reduce atomic decoherence 
induced by collision with the walls of the cell and to sup- 
press Doppler broadening by Dicke effect 0, HH- The 
whole cell is heated to about 65°. The cell is placed inside 
a microwave cavity whose Q factor is about 1000. The 
cavity operates on the TE n mode and is tuned to 6.834 
GHz. A solenoid around microwave cavity produces a 
constant longitudinal magnetic field. The magnetic field 
of 20mG is used to lift the Zeeman sub-levels apart. A 
microwave field operates on the clock transition between 
\F = l,m F = 0) and \F = 2,m F = 0). The cell, the 



cavity and the solenoid are placed inside a three layers of 
cylindrical /i-metal shield to isolate them from external 
magnetic fields. 

The microwave excitation of the clock transition is di- 
rectly determined by the microwave detuning, and con- 
sequently the transmission of the probe light depends 
remarkably on the microwave detuning and exhibits dif- 
ferent profiles in the regimes of the low and high atomic 
density. With a low atomic density and a weak probe 
field, the transmitted light intensity increases as the mi- 
crowave detuning decreases and reaches its maximum at 
the exact resonance. In this case, the forward scatter- 
ing signal exhibits the linear magneto-optical effect, in 
other words, the detected signal exactly describes mi- 
crowave interrogation of the two-level clock transition. 
The transmission's dependence on the microwave detun- 
ing is shown in Figl^a). Here we observed an ultra- high 
resonance contrast C — /3 - m ° x — /s -""" w 80%. I s ,min is 
the residual light background as a result of finite extinc- 
tion ratio of the analyzer. 

Performance of POP atomic clock with the dispersive 
detection — We have demonstrated the feasibility of the 
dispersive detection of the clock signal and reported an 
ultra-high resonance contrast about 80% above. Now we 
turn to the POP atomic clock with our novel detection 
method, in which the microwave interrogation and the 
detection of the probe light are separated in timing se- 
quence to eliminate light shift. In a conventional POP 
clock, experimental sequence includes three stages of op- 
tical pumping, pulsed operation with microwave fields, 
and the measurement of the atom number at the upper 
state of the clock transition, as shown in Fig. Eta). In the 
modified scheme, however, we replace the conventional 
absorption detection with the dispersive detection of the 
transition between \F = 2) and \F' = 2) to extract the 
information of the clock signal. Firstly, the atoms in the 
state \F = 2) are transferred to the state \F = I) by opti- 
cal pumping. Then two microwave pulses with the pulse 
area ir/8 and an interval of T = 4ms interrogates the 
atoms. The atomic population in \F = 2,mp = 0) are 
subsequently detected by a linear-polarized probe light 
and finally the signal with Ramsey pattern is obtained. 
Typical clock signal is depicted in Fig. E£b), which ex- 
hibits the contrast of about 90% and the signal-to-noise 
of 840 (Bandwidth @ 1 kHz). For comparison, we also 
give the result of the absorption detection of transmit- 
ted light without the crossed polarizer in Fig. 3(c). The 
contrast and the signal-to-noise are 20% and 130 (Band- 
width @ 1 kHz), respectively Apparently, the dispersive 
detection enhances the contrast and the SNR of the clock 
signal remarkably, which evidently prove the advantage 
of our detection scheme. The linewidth of the Ramsey 
pattern at the centre zone are both about 125±4Hz for 
Fig. I3tb) and (c), and they agree well with the well- 
known expression Ais = 1/2T. The Allan deviation of 



3 



the absorption detection and the dispersive detection are 
given in Fig. [4] At the same stability of temperature, 
magnetic field, and light intensity, the POP Allan devia- 
tion of dispersive detection is improved about an order in 
our experimental environment. The current stability of 
the solenoid is about 2 x 10~ 6 at 1 < r < 10 4 s. The tem- 
perature stability is about 2 x 10 _4 K at 1 < r < 10 4 s. 
There is much room for improving the Allan deviation 
because an operational atomic clock not only depends on 
the contrast of Ramsey signal, but also depends on other 
components like temperature stabilization, magnetic field 
stabilization, and electronics. 

Density effect — Hereinbefore we have discussed the 
dispersive detection when the sample was driven by a 
weak microwave field. It has been pointed out that den- 
sity effect plays a prominent role in the dispersive de- 
tection when more atoms in the lower state of the probe 
transition are populated (2~3 |. In this context, the density 
effect on atomic clocks should be investigated in detail 
for a strong driving field on the clock transition. For a 
weak microwave field, the contribution from the absorp- 
tion part can be neglected and the dispersive property 
predominates, however, the absorption cannot be ignored 
and even becomes dominant when a strong driving field 
is applied. We have observed the remarkable splitting of 
the transmission peak when the power of the microwave 
increases, which are shown in Figj2] (b-d). The exper- 
imental results agree qualitatively with our theoretical 
simulation (see Fig|2tL-h)). 

The splitting effect also appears in the Ramsey fringe 
of the POP clock. When we increase the two microwave 
pulses area to 7r/2 and maintain their interval of T = 4 
ms, we found that the density effect could lead to the 
splitting of the transmission peak, and consequently it 
is expected that the interesting effect produces a nar- 
rower lincwidth of Ramsey fringes in POP clocks. Exper- 
imentally, we only changed the power of the microwave 
fields to increase the pulse area and remain other param- 
eters unchanged. When two microwave pulses with the 
same pulse area tt/2 were applied, we observed that the 
linewidth at the center zone of the signal was about 64±5 
Hz (see Fig. Eld)). It shows obviously that the linewidth 
is significantly dependent on the pulse area of the mi- 
crowave fields and thus the atomic population on the up- 
per state of the clock transition. As the microwave pulse 
area increases, the linewidth become narrower with the 
contrast almost unchanged (from 87.5% to 90%). The 
profile of Ramsey fringe in Fig. [3fd) exhibits a slight 
asymmetry. In our case, this imperfection originates from 
residual atomic population after optically pumping, the 
misalignment between magnetic fields and laser field. 

As the dispersive detection is sensitive to the magnetic 
field, the influence of the magnetic field should be consid- 



ered carefully. From Eq. ([3]) , one can obtain immediately 
Re(p±) oc r J l + , Im(P±) « r , 2 * + ^ , (4) 

where Si — gF^sB is the level shift produced by the 
magnetic field, gp is the Lande factor, and /is is the 
Bohr magneton. In our experiment Si is about 15kHz, 
and 4Sf/T* 2 w 2 x 1(T 10 < 1. As the stability of the 
magnetic field is better than 1 x 1CP 3 , which can be sat- 
isfied in our experiment, the stability of magnetic field 
is not the limitation for the dispersive detection. An- 
other factor that might affect the performance of atomic 
clock is the off-resonance excitation of other Zeeman lev- 
els. As the level shift is 15kHz, the probability of the 
off-resonance excitation is about PiskHz = 1.8 x 10~ 6 , 
which is negligible in the detection because the SNR of 
the experiment is 840. 

Conclusion — Our work has demonstrated an intrigu- 
ing application of Faraday effect in atomic clocks. Ultra- 
high resonance contrast with high SNR has been real- 
ized in double resonance configuration by probing the 
magneto-optical rotation of polarized plane of incident 
light. Combined with POP technique, the dispersive de- 
tection has remarkable benefit on the clock performance. 
In addition, it was confirmed that the density effect can 
suppress the linewidth of Ramsey fringes. This detection 
scheme is applicable to other atomic clocks that optically 
detection of the clock signal is used. With the tempera- 
ture stability and magnetic stability been improved one 
or two orders and the phase noise of the microwave gen- 
erator been suppressed, the stability of our atomic clock 
would be better than 1 x 1Q _13 t _1 / 2 and these type of 
atomic clock will become a good substitute of the passive 
hydrogen maser. We expect that the dispersive detection 
will have a great effect on future metrology, in various ar- 
eas ranging from fundamental physics to communication 
network. 
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FIG. 1. (Color online)Dispersive detection of the clock transi- 
tion, (a) Four-level model of dispersive detection, (b) Energy 
levels for 87 Rb D\ line, (c) Typical experimental setup for 
the detection of the reference transition signal, cj;: light cir- 
cular frequency, uj m microwave circular frequency. P: quarter 
wave plate, M: reflector, PBS: polarized beam splitter, PD : 
photodiode. 
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FIG. 2. Experimental detection (a-d) and theoretical calcula- 
tions (e-h) of the transmitted light intensity I a . Left panel is 
experimental results: the probe intensity was 45 /iW/cm 2 and 
microwave Rabi frequency Q. m is 99 x 2n, 220 x 2n , 440 x 2-r 
, and 700 x 2n Hz, respectively. Right panel is the simulation 
results: SI; = 10 4 7, and microwave Rabi frequency Q, m is 271; 
571; IO71; and 157i, respectively. The peak of the theoretical 
plots is matched to the experimental maximum. 
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FIG. 3. (Color online) POP performance with the dispersive 
detection, (a) Experimental timing sequence: t p = 2ms, t m — 
0.4ms, td = 0.2ms, andT = 4ms are the optical pumping 
time, microwave pulse time, detection time, and Ramsey time 
respectively, (b) Dispersive detection of Ramsey fringe, (c) 
Absorption detection of Ramsey fringe, (d) Central zone of 
Ramsey fringes with pulse areas 9 = 7r/8 ,Au = 128 Hz (solid 
line) and 6 — n/2 ,/S.v = 64 Hz(dashed line). 
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FIG. 4. Allan deviation of the dispersive detection(circle) and 
the absorption detection(triangle) in POP-type atomic clock. 
The local oscillator are locked on the Ramsey fringes on Fig. 
[3f b) and (c). The reference frequency standard is H-maser 
(VCH-1003A,VREMYA-CH) whose stability is 2 x KT 13 at 
Is, and 2 x 10" 15 after 10 4 s. 



